Radiographic, photofluorographic, and television imaging systems: an evaluation.
A feasibility study for the photographic recording of fluoroscopic images from a high resolution system is described. Resolution on the television monitor was 2 line pairs/mm, making clinically acceptable recordings possible. Significant reductions in radiation dose to the patient and potential financial savings are indicated if a multiformat camera is developed to photograph the monitor.